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NATIONAL FOREWORD 

Tliis Indian Standard (Part 6/Sec 19) which is identical with ISO 4589-2 : 1996 Plastics — 
Determination of burning behaviour by oxygen index — Part 2 : Ambient-temperature test' issued by 
the International Organization for Standardization (ISO) was adopted by the Bureau of Indian 
Standards on the recommendation of the Methods of Test for Plastics Sectional Committee and 
approval of the Petroleum, Coal and Related Products Division Council. 

The text of ISO standard has been approved as suitable for publication as Indian Standard without 
deviations. Certain conventions are, however, not identical to those used in Indian Standards. 
Attention is particularly drawn to the following: 

a) Wherever the words International Standard' appear referring to this standard, they should be 
read as 'Indian Standard'. 

b) Comma (,) has been used as a decimal marker while in Indian Standards, the current practice 
is to use a point (.) as the decimal marker. 

In this adopted standard, reference appears to the following International Standards for which Indian 
Standards also exist. The corresponding Indian Standards, which are to be substituted in their place, 
are given below along with their degree of equivalence for the editions indicated: 



International 
Standard 

ISO 293 : 1986 Plastics — Com- 
pression moulding of test speci- 
mens of thermoplastic materials 



ISO 294 : 1995 Plastics — Injection 
moulding of test specimens of 
thermoplastic materials 



Corresponding 
Indian Standard 



Degree of 
Equivalence 



IS 13360 (Part 2/Sec 1) : 1992 Technically 

Plastics — Methods of test: Part 2 equivalent 

Sampling and preparation of test 

specimens, Section 1 Compression 

moulding test specimens of 

thermoplastic materials 

IS 8543 (Part 3/Sec 2) : 1978 Not technically 

Methods of testing plastics: Part 3 equivalent in all 

Preparation of test specimens, respects. However, 

Section 2 Injection moulded test this Indian Stan- 



specimens 



ISO 295 : 1991 Plastics — Com- 
pression moulding of test speci- 
mens of thermosetting materials 



ISO 2818 : 1994 Plastics — 
Preparation of test specimens by 
machining 



ISO 2859-1 : 1989 Sampling 
procedures for inspection by 
attributes — Part 1 : Sampling plans 
indexed by acceptable quality level 
(AOL) for lot-by- lot inspection 



dard is being re- 
vised to align it 
with ISO. 
Identical 



IS 13360 (Part 2/Sec 2) : 1995 
Plastics — Methods of testing: Part 2 
Sampling and preparation of test 
specimens. Section 2 Compression of 
moulding test specimens of thermo- 
setting materials 

IS 13360 (Part 2/Sec 4) : 1998 do 

Plastics — Methods of testing: Part 2 
Sam-pling and preparation of test 
speci-mens. Section 4 Preparation of 
test specimens by machining (first 
revision) 

IS 2500 (Part 1) : 1992 Sampling do 

inspection procedures: Part 'f Sam- 
pling plans indexed by acceptable 
quality level (AOL) for lot-by-Iot 
inspection 

(Continued on third cover) 
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Indian Standard 
PLASTICS — METHODS OF TESTING 

PART 6 THERMAL PROPERTIES 
Section 19 Flammabillty by Oxygen Index — Ambient Temperature Test 



1 Scope 



This part of ISO 4589 specifies methods for deter- 
mining the minimum concentration of oxygen, in ad- 
mixture with nitrogen, that will support combustion 
of small vertical test specimens under specified test 
conditions. The results are defined as oxygen index 
values. 

Methods are provided for testing materials that are 
self-supporting in the form of verticai bars or sheet 
up to 10,5 mm thick. These methods are suitable for 
solid, laminated or cellular materials characterized by 
an apparent density greater than 100 kg/m^. The 
methods may also be applicable to some cellular ma- 
terials having an apparent density of less than 
100 kg/m^. A method is provided for testing flexible 
sheet or film materials while supported vertically. 

For comparative purposes, a procedure is provided for 
determining whether or not the oxygen index of a 
materia! lies above some specified minimum value. 

Oxygen index results obtained using the methods 
described in this part of ISO 4589 can provide a sen- 
sitive measure of the burning characteristics of ma- 
terials under certain controlled laboratory conditions, 
and hence may be useful for quality control purposes. 
The results obtained are dependent upon the shape, 
orientation and isolation of the test specimen and the 
conditions of ignition. For particular materials or appli- 
cations, it may be necessary or appropriate to specify 
different test conditions. Results obtained from test 
specimens of differing thickness or by using different 
ignition procedures may not be comparable and no 



correlation with flammabillty behaviour under other 
fire conditions is implied. 

Results obtained in accordance with this part of 
ISO 4589-2 must not be used to describe or appraise 
the fire hazard presented by a particular material or 
shape under actual fire conditions, unless used as one 
element of a fire risk assessment that takes into ac- 
count all of the factors pertinent to the assessment 
of the fire hazard of a particular application for the 
material. 

NOTES 

1 It may not be possible to apply these methods satisfac- 
torily to materials that exhibit high levels of shrinkage when 
heated, e.g. highly oriented thin film. 

2 For assessing the flame propagation properties of cellu- 
lar materials of density < 100 kg/m^, attention is drawn to 
the method of ISO 3582:1978, Cellular plastic and cellular 
rubber materials — Laboratory assessment of horizontal 
burning characteristics of small specimens subjected to a 
small flame, for testing horizontal burning characteristics. 



2 Normative references 

The following standards contain provisions which, 
through reference in this text, constitute provisions 
of this part of ISO 4589. At the time of publication, the 
editions indicated were valid. All standards are subject 
to revision, and parties to agreements based on this 
part of ISO 4589 are encouraged to investigate the 
possibility of applying the most recent editions of the 
standards indicated below. Members of lEC and ISO 
maintain registers of currently valid International 
Standards. 
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ISO 293:1986, Plastics — Compression moulding test 
specimens of thermoplastic materials. 

ISO 294:1995, Plastics^ — Injection moulding of test 
specimens of thermoplastic materials. 

ISO 295:1991, Plastics — Compression moulding of 
test specimens of thermosetting materials. 

ISO 2818:1994. Plastics — Preparation of test speci- 
mens by machining. 

ISO 2859-1:1989, Sampling procedures for inspection 
by attributes — Part 1: Sampling plans indexed by 
acceptable quality level (AQL) for lot-by-lot 
inspection. 

ISO 2859-2:1985, Sampling procedures for inspection 
by attributes — Part 2: Sampling plans indexed by 
limiting quality (LQ) for isolated lot inspection. 

ISO 3167:1993. Plastics — Multipurpose test speci- 
mens. 



3 Definition 

For the purposes of this part of ISO 4589. the follow- 
ing definition applies. 

3.1 oxygen index: The minimunn concentration of 
oxygen, by volunne percentage, in a mixture of oxygen 
and nitrogen introduced at 23 ''C ± 2 ''C that will just 
support connbustion of a material under specified test 
conditions. 



4 Principle 

A small test specimen is supported vertically in a 
mixture of oxygen and nitrogen flowing upwards 
through a transparent chimney. The upper end of the 
specimen is ignited and the subsequent burning be- 
haviour of the specimen is observed to compare the 
period for which burning continues, or the length of 
specimen burnt, with specified limits for such burning. 
By testing a series of specimens in different oxygen 
concentrations, the minimum oxygen concentration is 
estimated (see 8.6). 

Alternatively, for comparison with a specified mini- 
mum oxygen index value, three test specimens are 
tested using the relevant oxygen concentration, at 
least two of which are required to extinguish before 
any relevant burning criterion is exceeded. 



5 Apparatus 

5.1 Test chimney, consisting of a heat-resistant 

glass tube supported vertically on a base through 
which oxygen-containing gas mixtures can be intro- 
duced (see figures 1 and 2). 

The preferred dimensions of the chimney are 
450 mm minimum height and 95 mm minimum di- 
ameter. 

The upper outlet shall be restricted as necessary by 
an overhead cap having an outlet small enough to 
produce an exhaust velocity of at least 90 mm/s from 
that outlet. 

NOTE 3 A cap converging to an outlet of 40 mm diam- 
eter at a level at least 1 mm above the top of the cylindrical 
chimney has been found satisfactory. 

Chimneys of other dimensions, with or without re- 
stricted outlets, may be used, if shown to give equiv- 
alent results. The bottom of the chimney, or the base 
upon which the chimney is supported, shall incorpo- 
rate a device for distributing evenly the gas mixture 
entering the chimney. The preferred device comprises 
a suitable diffuser and a mixing chamber with metal 
foil. Other devices, such as radial manifolds, may be 
used, if shown to give equivalent results. A porous 
screen may be mounted below the level of the spec- 
imen holder, to prevent falling combustion debris 
from fouling the gas entry and distribution paths. 

The chimney support may incorporate a levelling de- 
vice and indicator, to facilitate vertical alignment of the 
chimney and a test specimen supported therein. A 
dark background may be provided to facilitate obser- 
vation of flames within the chimney. 

5.2 Test specimen holder, suitable for supporting 
a specimen vertically in the centre of the chimney. 

For self-supporting materials, the specimen shall be 
held by a small clamp which is at least 15 mm away 
from the nearest point at which the specimen may 
burn before the extent-of-burning criterion is ex- 
ceeded. For supported film or sheet test specimens, 
the specimen shall be supported by both vertical 
edges in a frame equivalent to that illustrated by fig- 
ure 2. with reference marks at 20 mm and 100 mm 
below the top of the frame. 

The profile of the holder and its support should pref- 
erably be smooth to minimize induction of turbulence 
in the rising flow gas. 
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Dimensions in millirnetres 



^ Ix 



Oxygen/nitrogen 
mixture 




Chimney 
(height 450 mm. 
diameter 95 mm) 



Test specimen 



Specimen holder 



Wire-mesh 
debris screen 



Dif f user ring 




Outlet, 40 mm — 




Chimney cap 
Glass chimney 



Suitable device for restricting 
chimney outlet {see 5.1) 



r 



Igniter 



<^ 



'***i<^ '^^^k:^ 




Alternative gas flow measuring 
devices (see note 5 to 5.4) 



T Gas premixing point 

2 Cut-off valve 

3 Orifice in holder 



4 Pressure gauge 

5 Precision pressure regulator 

6 Filter 



7 Needle valve 

8 Gas flow meter 



Figure 1 — Diagram of typical apparatus for determination of oxygen index 
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Dimensions in millimetres with tolerances of 

± 0,25 mm 



T 



Upper reference mark - 




Lower reference mark 



50 



38 



^ 



^^mi 




NOTE — The test specimen is held securely along both upright edges between forks made of stainless steel. 
Figure 2 — Support frame for non-self-supporting test specimens 



5.3 Gas supplies, connprising pressurized sources 
of oxygen and/or nitrogen not less than 98 % (m/m) 
pure and/or clean air [containing 20,9 % (VTV) 
oxygen], as appropriate. 

The moisture content of the gas nnixture entering the 
chimney shall be < 0,1 % \m/nC\, unless the results 
have been shown to be insensitive to higher moisture 
levels in the gas mixture. The gas supply system shall 
incorporate a drying device, or provision for monitor- 



ing or sampling the gas supply for moisture content, 
unless the moisture content of the gas supplies is 
known to be acceptable. 

The constituent gas supply lines shall be linked in a 
manner which thoroughly mixes the gases, before 
they enter the gas distribution device at the base of 
the chimney, so that the variation in oxygen concen- 
tration in the gas mixture rising in the chimney, below 
the level of the test specimen, is < 0,2 % (V>V). 
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NOTE 4 It should not be assumed that bottled oxygen 
or nitrogen will always contain < 0,1 % {m/m) of water; 
moisture contents of 0,003 % {m/m) to 0,01 % {m/m) are 
typical for commercial supplies as filled bottles of purity 
^ 98 % {m/m), but Bs such bottled gases are depressunzed 
to below about 1 MPa, the moisture content of the gas 
drawn off may rise above 0,1 % {m/m). 



5.4 Gas measurement and control devices, suit- 
able for measuring the concentration of oxygen in the 
gas mixture entering the chimney with an accuracy 
of ± 0,5 % (V/V) of the mixture and for adjusting the 
concentration with a precision of ± 0,1 % (V/V) of the 
mixture when the gas velocity through the chimney 
is 40 mm/s ± 2 mm/s at 23 •'C ± 2 °C. 

Means shall be provided for checking or ensuring that 
the temperature of the gas mixture entering the 
chimney is 23 °C ± 2 X. If this involves an internal 
probe, its position and profile shall be. designed to 
minimize induction of turbulence within the chimney. 

NOTE 5 Systems of measurement and control that have 
proved satisfactory include the following: 

a) needle valves on individual and mixed gas supply lines, 
a paramagnetic oxygen analyser that continuously 
samples the mixed gas, and a flowmeter to indicate 
when the gas flow through the chimney is within the 
required limits; 

b) calibrated orifices, gas pressure regulators and pressure 
gauges on the individual gas supply lines; 

c) needle valves and calibrated flowmeters on the individ- 
ual gas supply lines. 

Systems b) and c) may require calibration after assembly to 
ensure that the cumulative errors of the component parts 
do not exceed the requirements of 5.4. 



5.7 Fume extraction system, providing sufficient 
ventilation or exhaust to remove fumes or soot 
expelled from the chimney without disrupting the gas 
flow rate or temperatures in the chimney. 

NOTE 6 If soot-generating materials are being tested, the 
glass chimney may require cleaning to maintain good visi- 
bility, and the gas inlets, or inlet screen, and temperature 
sensor (if fitted) may also require cleaning to function prop- 
erly. Suitable precautions should be taken to protect per- 
sonnel from noxious materials or burns during testing or 
cleaning operations. 

5.8 Tool for preparing rolled film, consisting of a 
stainless-steel rod of 2 mm diameter, with a slit in 
one end (see figure 3). 

6 Calibration of equipment 

For compliance with this method, calibrate the equip- 
ment periodically in accordance with the instructions 
given in annex A so that the maximum interval be- 
tween recalibration and use complies with the periods 
stated in table 1 . 

7 Preparation of test specimens 

7.1 Sampling 

Obtain a sample sufficient for preparation of at least 
15 test specimens. The sample shall be taken, if rel- 
evant, in accordance with the material specification, 
otherwise in accordance with ISO 2859-1 or 
iSO 2859-2, as applicable. 

NOTE 7 For a material for which the oxygen index is 
known to within ± 2, 15 test specimens may be sufficient. 
For materials of unknown oxygen index, or which exhibit 
erratic burning characteristics, between 15 and 30 test 
specimens may be required. 



5.5 Flame igniter, comprising a tube that can be 
inserted into the chimney to apply to the test speci- 
men a flame issuing from an outlet of 
2 mm ± 1 mm diameter at the end of the tube. 

The flame fuel shall be propane, without premixed air. 
The fuel supply shall be adjusted so that the flame 
will project 16 mm ± 4 mm vertically downwards 
from the outlet when the tube is vertical within the 
chimney and the flame is burning within the chimney 
atmosphere. 



5.6 Timing device, capable of measunng periods 
up to 5 mm with an accuracy of ± 0,5 s. 



Table 1 — Equipment calibration frequencies 


Item 


Maximum 
period 


Gas system joints (as required by clause 
A.I in annex A) 




a) for joints disturbed during use or clean- 
ing of the apparatus 


Immedi- 
ately 


b) for undisturbed equipment 


6 months 


Cast PMMA sample 


1 month 


Gas flow rate controls 


6 months 


Oxygen concentration controls 


6 months 
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Dimensions in millinnetres 



n 



0,3 mm slit to tiold one 
end of film to be rolled 





Stainless-steel rod. 
2 mm ±0,1 mm 



Figure 3 — Tool for preparing rolled-film specimens 
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7.2 Test specimen dimensions and 
preparation 

Using, if applicable, procedures that comply with the 
appropriate material specification (see note 8) or ISO 
methods (see note 9) for specimen preparation, 
mould or cut test specimens that satisfy the dimen- 
sions specified for the most appropriate specimen 
form given in table 2. 

To prepare a rolled specimen from a thin film, use the 
tool described in 5.8. Insert one corner of the film into 
the slit and then wind the film round the rod in a spiral 
of 45^ Ensure that the 45"* angle is maintained during 
the winding process so that the film reaches exactly 
to the end of the tool, to produce a test piece of the 
correct length, as shown in figures. After the winding 
is finished, tape the last end of the roll while the ma- 
terial is still on the stainless steel rod to prevent 
loosening. Then pull the rod out of the rolled film. Cut 
off the rolled film at a distance of 20 mm from the top 
end (see figure 4). 

Ensure that the surfaces of the specimens are clean 
and free from flaws that could affect burning behav- 
iour, e.g. peripheral moulding flash or burrs from ma- 
chining. 



Note the position and orientation of test specimens 
with respect to any asymmetry in the sample material 
(see note 10). 

NOTES 

8 Some materia! specifications may require choice and 
identification of the "state of the test specimen" used; e.g. 
in a "defined state" or a "basic state" for a styrene-based 
polymer or copolymer. 

9 In the absence of a relevant specification, one or more 
procedures from ISO 293, ISO 294, ISO 295, ISO 2818 or 
ISO 3167 maybe used. 

10 Oxygen index results may be significantly affected by 
differences in ease of ignition or burning behaviour, due to 
material inhomogeneity (e.g. different levels of shrinkage 
when heated for specimens cut in different directions from 
asymmetrically oriented thermoplastics film). 

11 If a thin film burns in such a manner that erratic com- 
bustion behaviour including heat shrinkage and fluctuation 
of data results, the specimen form VI, I.e. a rolled film, 
should preferably be used. It ^ gives reproducible results, 
similar to those given by specimen form I. Precision data 
obtained by interiaboratory trials on specimen form Vl are 
given in annex D. 







Table 2 — Test specimen dimensions 


Test specimen 
formD 


Dimensions 


Typical use 


Length 

mm 


Width 

mm 


Thiclcness 

mm 


1 


80 to 150 


10 ±0,5 


4 ± 0.25 


For moulding materials 


II 


80 to 150 


10 + 0,5 


10 ±0,5 


For cellular materials 


III 2) 


80 to 150 


10 ±0,5 


^10,5 


For sheet materials "as received" 


IV 


70 to 150 


6,5 ± 0,5 


3 ± 0,25 


Alternative size for self-supporting moulding or sheet ma- 
terials, for electrical purposes 


V2) 


140 J 


52 ± 0,5 


^ 10,5 


For flexible film or sheet 


V{3) 


140 to 200 


20 


0,02 to 0,1 0*> 


For thin film "as received"; limited to the film that can be 
rolled by the specified rod** 


1) Test specimens of forms 1, II, III and IV are suitable for materials that are self-supporting at these dimensions. Test 
specimens of form V are suitable for materials that require support during testing. 

2) Results obtained using form III or form V test specimens may only be comparable for specimens of the same form and 
thickness. It is assumed that the amount of variation in thickness for such materials will be controlled by other standards. 

3) The test specimen of form VI is suitable for a thin film that is self-supporting when it is rolled. Dimensions in the table 
are of an original film from which the rolled form is made. See 7.2 for the preparation of rolled film. 

4) The film Is limited to thicknesses that can be rolled by th^ specified rod (see figure 3). If the film is very thin, it may 
be necessary to combine two or more films together in the preparation of the rolled film so as to obtain results similar to 
those normally obtained with specimen form VI. 
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Dimensions in millimetres 



Cut off - 



-i- 




4S- 



r^^ Tape -^1 



Figure 4 — Rolled specimen 



7.3 Marking of test specimens 

7.3.1 General 

For monitoring the distance over which a specimen 
burns, it may be marked with transverse lines at one 
or more levels which are dependent upon the speci- 
men form and the ignition procedure to be used. 
Self-supporting specimens are preferably marked on 
at least two adjacent faces. If wet inks are used, the 
marks shall be dry before the specimen is ignited. 

7.3.2 Marks for testing by top surface ignition 

Test specimens of form I, II, III, IV or VI to be tested 
in accordance with procedure A (see 8.2.2) shall be 
marked 50 mm from the end to be ignited. 

7.3.3 Marks for testing by propagating ignition 

The reference marks for testing specimens of form V 
are carried by the supporting frame (see figure 2), but 
such specimens may be marked at 20 mm and at 
100 mm from the end to be ignited, for convenience 
when testing heat-stable materials. 

If specimens of forms 1, II, 111, IV and V! are to be 
tested in accordance with procedure B (see 8.2.3), 



they shall be marked at 10 mm and at 60 mm from 
the end to be ignited. 



7.4 Conditioning 

Unless otherwise specified in other established stan- 
dards, each test specimen shall be conditioned for at 
least 88 h at 23 X ± 2 °C and (50 ± 5) % relative 
humidity immediately prior to use. 

NOTE 12 Specimens of cellular materials that may con- 
tain volatile flammable material should preferably be purged 
of such volatile material prior to conditioning at 23 X and 
50 % relative humidity. Test specimens may be purged 
satisfactorily by pre-conditioning in suitable ventilated ovens 
for 168 h. Larger blocks of such materials may require 
longer p re-treatment. It is important that facilities for cutting 
specimens from cellular material that may contain volatile 
flammable material are suitable for the hazards involved. 



8 Procedure for determination of oxygen 
index 

NOTE 13 For a shortened procedure to determine com- 
pliance relative to a specified minimum value of the oxygen 
index, without determining the actual oxygen index of the 
material under test, see clause 10. 
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8.1 Setting up the apparatus and test 
specimen 

8.1.1 Maintain the ambient tennperature for the test 
ap.paratus at 23 °C ± 2 X. If necessary, keep the 
test specinnens in an enclosure at 23 °C ± 2 ^'C and 
(50 ± 5) % relative humidity from which each test 
specimen may be taken when required. 

8.1.2 Recalibrate equipment components, if 
necessary (see clause 6 and annex A). 

8.1.3 Select an initial concentration of oxygen to be 
used. When possible, base this on experience of re- 
sults for similar materials. Alternatively, try to ignite a 
test specimen in air, and note the burning behaviour. 
If the specimen burns rapidly, select an initial con- 
centration of about 18 % (V/V) of oxygen; if the test 
specimen burns gently or unsteadily, select an initial 
oxygen concentration of about 21 % (V/V); if the 
specimen does not continue to burn in air, select an 
initial concentration of at least 25 % (V/V), depending 
upon the difficulty of ignition or the period of burning 
before extinguishing in air, 

8.1.4 Ensure that the test chimney is vertical (see 
figure 1). Mount a specimen vertically in the centre of 
the chimney so that the top of the specimen is at 
least 100 mm below the open top of the chimney and 
the lowest exposed part of the specimen is at least 
100 mm above the top of the gas distribution device 
at the base of the chimney (see figure 1 or 2 as ap- 
propriate). 

8.1.5 Set the gas mixing and flow controls so that 
an oxygen/nitrogen mixture at 23 °C ± 2 °C, con- 
taining the desired concentration of oxygen, is flowing 
through the chimney at 40 mm/s ± 2 mm/s. Let the 
gas flow purge the chimney for at least 30 s prior to 
ignition of each specimen, and maintain the flow 
without change during ignition and combustion of 
each specimen. 

Record the oxygen concentration used as the volume 
per cent calculated in accordance with the equations 
given in annex B. 



8.2 igniting the test specimen 

8.2.1 General 

Select one of two alternative ignition procedures 
which are dependent upon the specimen form as fol- 
lows: 



a) for specimen forms I, II, III, IV and VI (see 
table 2), use procedure A (top surface ignition) as 
described in 8.2.2; 

b) for specimen form V, use procedure B (propagat- 
ing ignition) as described in 8.2.3. 

Ignition shall imply, for the purposes of this part of 
ISO 4589, the initiation of flaming combustion. 

NOTES 

14 For tests on materials that exhibit steady burning and 
spread of combustion in oxygen concentrations at, or close 
to, their oxygen index value, or for self-supporting speci- 
mens of < 3 mm thickness, procedure B (with specimens 
marked in accordance with 7.3.2) may be found to give 
more consistent results than procedure A. Procedure B may 
then be used for specimens of form I, I!, Ill, IV or VI. 

15 Some materials may exhibit a non-flaming type of 
combustion (e.g. glowing combustion) instead of, or at a 
lower oxygen concentration than that required for, flaming 
combustion. When testing such materials, it is necessary to 
identify the type of combustion for which the oxygen index 
is required or measured. 

8.2.2 Procedure A — Top surface Ignition 

For top surface ignition, the igniter is used to initiate 
I only on the top surface of the upper end of 



For top surface ignition, the igniter is used to initia 
burning only on the top surface of the upper end 
the specimen. 

Apply the lowest visible part of the flame to the top 
of the specimen using a sweeping motion, if necess- 
ary, to cover the whole surface, but taking care not to 
maintain the flame against the vertical faces or edges 
of the specimen. Apply the flame for up to 30 s, re- 
moving it every 5 s for just sufficient time to observe 
whether or not the entire top surface of the specimen 
is burning. 

Consider the specimen to be ignited, and commence 
measurement of the period and distance of burning, 
as soon as removal of the igniter, after a contact pe- 
riod increment of 5 s, reveals burning supported by 
the whole of the top end of the specimen. 

8.2.3 Procedure B — Propagating ignition 

For propagating ignition, the igniter is used to produce 
burning across the top and partially down the vertical 
faces of the specimen. 

Lower and move the igniter sufficiently to apply the 
visible flame to the end face of the specimen and 
also, to a depth of approximately 6 mm, to its vertical 
faces. Continue to apply the igniter for up to 30 s, in- 
cluding interruptions for inspection of the specimen 
every 5 s, until its vertical faces are burning steadily 
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or until the visibly burning portion first reaches the 
level of the upper reference mark either on the sup- 
port franne or, if used for specimens of form I, II, III, 
IV or Vi, on the specimen. 

Consider the specimen to be ignited, for the purpose 
of measuring the period and extent of burning, as 
soon as any part of the visible burning portion reaches 
the level of the upper reference mark. 

NOTE 16 The burning portion includes any burning drips 
that may run down the surface of the specimen. 



8.3 Assessing the burning behaviour of 
individual test specimens 

8.3.1 Commence measurement of the period of 
burning as soon as the specimen has been ignited in 
accordance with 8.2.2 or 8.2.3, as applicable, and ob- 
serve its burning behaviour. If burning ceases but 
spontaneous re-ignition occurs within 1 s, continue 
the observation and measurements. 

8.3.2 If neither the period nor the extent of burning 
exceeds the relevant limit specified in table 3 for the 
applicable specimen, note the duration and extent of 
burning. This is recorded as an "0" response. 



Alternatively, if either the period or extent of burning 
exceeds the relevant limit specified in table 3, note 
the burning behaviour accordingly, and extinguish the 
flame. This is recorded as an "X" response. 

Note also the burning characteristics of the material, 
e.g. dripping, charring, erratic burning, glowing com- 
bustion or after-glow. 

8.3.3 Remove the specimen and clean, as necess- 
ary, any surfaces within the chimney or on the igniter 
that have become contaminated with soot, etc. 
Allow the chimney to regain a temperature of 
23 °C ± 2 "C, or replace it with another so con- 
ditioned. 

NOTES 

17 If many tests are being carried out, it is appropriate to 
use two chimneys and two specimen holders thus allowing 
one chimney and holder to cool down while the second set 
is being used for the next test. 

18 If sufficiently long, the specimen may be inverted, or 
trimmed to remove the burnt end, and re-used. Results 
from such specimens can save material when establishing 
an approximate value for the minimum oxygen concen- 
tration required for combustion, but cannot be included 
among those used for estimation of the oxygen index, un- 
less the specimen is reconditioned at the temperature and 
humidity appropriate for the material involved. 



Table 3 — Criteria for oxygen Index measurements 



Test specimen 
form 

(see table 2) 


Ignition procedure 


Alternative criteriaD 


Period of 

burning after 

ignition 

s 


Extent of burning^) 


1, 11, ill, IV and 
VI 


A 
Top surface ignition 


180 


50 mm below the top of the specimen 


B 
Propagating ignition 


180 


50 mm below the upper reference mark 


V 


B 
Propagating ignition 


180 


80 mm below the upper reference mark {on the frame) 


1 ) These criteria do not necessarily produce equivalent oxygen index results for specimens of differing shape or tested 
using different ignition conditions or procedures. 

2) The extent of burning is exceeded when any part of the visibly burning portion of a specimen, including burning drips 
descending the vertical faces, passes the level defined in the fourth column of the table. 
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8.4 Selecting successive oxygen 
concentrations 

The procedure described in 8.5 and 8.6 Is based upon 
the "up-and-down method for snnail samples"^', using 
the specific case where Nj ~\-B (see 8.6.2 and 
8.6.3), with an arbitrary step size for certain changes 
to be made in the oxygen concentration used. 

During the testing, select the oxygen concentration to 
be used for testing the next test specimen as follows: 

a) decrease the oxygen concentration if the burning 
behaviour of the preceding specimen gave an 
"X" response; 

otherwise 

b) increase the oxygen concentration if the preced- 
ing specimen gave an "O" response. 

Choose the size of the change in oxygen concen- 
tration in accordance with 8.5 or 8.6, as appropriate. 



8.6 Oxygen concentration changes 

8.6.1 Using, again, the preliminary oxygen concen- 
tration (see 8.5), test one specimen by repeating 8.1 .4 
to 8.3 inclusive. Record both the oxygen concen- 
tration (Cq) used and the response, "X" or "O", as the 
first of the A^l arid of the Nj series of results. 

8.6.2 Change the oxygen concentration, in accord- 
ance with 8,4, using concentration changes (d) of 
0,2 % (vyv) (see note 22) of the total gas mixture to 
test further specimens in accordance with 8.1 .4 to 8.4 
inclusive, noting the values of c^ and the correspond- 
ing responses until a different response to that ob- 
tained in 8.6.1 is recorded. 

The result from 8.6.1, plus those of like response 
from 8.6.2, constitute the TVl series of results. (See 
example in annex C, section 2.) 

NOTE 22 Where experience has shown that the require- 
nnents of 8.6,4 are usually satisfied by a value of d other 
than 0,2 % (V/V), that value may be selected as the initial 
value of d. 



8.5 Determining the preliminary oxygen 
concentration 

Repeat the procedures specified in 8.1.4 to 8.4 inclu- 
sive, using oxygen concentration changes of any 
convenient step size, until the oxygen concentrations, 
in volume per cent, have been found that differ by 
^ 1,0 % (VTV) and of which one gave an "0" re- 
sponse and the other an "X" response. From this pair 
of oxygen concentrations, note that which gave the 
"O" response as the preliminary oxygen concen- 
tration level and then proceed in accordance with 
8.6. 

NOTES 

19 The two results, at oxygen concentrations ^ 1,0 
% {vyvo apart, which give opposite responses do not have 
to be from successive specimens. 

20 That concentration which gave the "O" response does 
not have to be lower than that which gave the "X" re- 
sponse. 

21 A format convenient for recording the information re- 
quired by this and subsequent clauses is illustrated in 

annex C. 



8.6.3 Test four more specimens, in accordance with 

8.1 .4 to 8.4 inclusive, maintaining ^ = 0,2 % (K/l/); and 
note the c^ used for, and response of, each specimen. 
Designate the oxygen concentration used for the last 
specimen as q. 

These four results, together with the last result from 
8.6.2 (i.e. that which differed in response from that 
of 8.6.1). constitute the remainder of the Nj series, 
so that 

(See example in annex C, section 2.) 

8.6.4 Calculate the estimated standard deviation, a, 
of the oxygen concentration measurements from the 
last six responses in the Nj series (including q), in ac- 
cordance with 9.3. If the condition 



2S 



<d< 1,5a 



is satisfied, calculate the oxygen index in accordance 
with 9,1; otherwise 

a) if d < 2a/3, repeat steps 8.6.2 to 8.6.4, using in- 
creased values for d. until the condition is satis- 
fied, or 

b) \i d> 1,5a, repeat steps 8.6.2 to 8.6.4, using de- 
creased values for d, until the condition is satis- 



1) DIXON, W.J,, American Statistical Assoaation Journal pp. 967-970 (1965). 
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tied, except that d shall not be reduced below 0,2 
unless so required by the relevant material speci- 
fication. 

9 Calculations and expression of results 
9.1 Oxygen index 

Calculate the oxygen index 01, expressed as a per- 
centage by volume, from the relationship 

01 = q + JW 



where 



is the final value of the oxygen concen- 
tration, in volume per cent to one decimal 
place, used in the series of Nj measure- 



ments performed in accordance with 8.6, 
and noted in accordance with 8.6.3; 

d is the interval, in volume per cent to at 
least one decimal place, between oxygen 
concentration levels used and controlled in 
accordance with 8.6; 

k is a factor to be obtained from table 4, as 
described in 9.2. 

For the purposes of calculation of c, as required by 
8.6.4 and 9.3, the 01 shall be calculated to two deci- 
mal places. 

For the purposes of reporting 01 results, express 01 
values to the nearest 0,1, with exactly intermediate 
results being rounded downwards. 



Table 4 — Values of k for calculating the oxygen Index concentration from determinations made by 

Dixon's 'up-and-down* method 



1 


2 


3 


4 


5 


6 


Responses for 

the last five 

measurements 


Values 

a) 


of k for which the 1 

00 


first Nl determinatio 

000 


nsare 

0000 




xoooo 


-0,55 


-0,55 


-0,55 


-0.55 


oxxxx 


xooox 


- 1.25 


- 1.25 


- 1,25 


- 1,25 


oxxxo 


xooxo 


0,37 


0.38 


0,38 


0,38 


oxxox 


xooxx 


-0.17 


-0,14 


-0.14 


-0.14 


oxxoo 


xoxoo 


0,02 


0,04 


0,04 


0.04 


oxoxx 


xoxox 


-0,50 


-0,46 


-0.45 


-0,45 


0X0X0 


xoxxo 


1.17 


1.24 


1,25 


1,25 


oxoox 


xoxxx 


0,61 


0.73 


0.76 


0,76 


0X000 


XXGOG 


-0,30 


-0,27 


-0,26 


-0,26 


ooxxx 


xxoox 


-0.83 


-0,76 


-0.75 


-0.75 


ooxxo 


xxoxo 


0.83 


0,94 


0.95 


0.95 


ooxox 


xxoxx 


0.30 


0,46 


0.50 


0.50 


00X00 


xxxoo 


0.50 


0,65 


0,68 


0.68 


oooxx 


xxxox 


-0.04 


0,19 


0,24 


0.25 


000X0 


xxxxo 


1,60 


1.92 


2,00 


2,01 


oooox 


xxxxx 


0,89 


1.33 


1.47 


1,50 


00000 




Values of k for which the first N^ determinations are 

b) X 1 XX 1 XXX XXXX 

are as given in the above table opposite the appropriate response in colunnn 6, 
but with the sign of k reversed, i.e. 0\^c^~kd (see 9.1). 


Responses for 
the last five 
measurennents 
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9.2 Determination of k 

The value and sign of k are dependent upon the pat- 
tern of the responses of specimens tested in accord- 
ance with 8.6, and may be determined from table 4 
as follows: 

a) If the response of the specimen tested in accord- 
ance with 8.6.1 was/'O", so that the first contrary 
response (see 8.6.2) was an "X", refer to column 
1 of table 4 to select the row for which the last 
four response symbols correspond to those found 
when testing in accordance with 8.6.3. The value 
and sign of k will be that shown in column 2, 3, 
4 or 5 for which the number of "0"s shown in 
row a) of the table corresponds to the number of 
"0" responses found for the N^ series, in ac- 
cordance with 8.6.1 and 8.6.2. 



or 



b) If the response of the specimen tested in accord- 
ance with 8.6.1 was "X", so that the first contrary 
response was an "0", refer to the sixth column 
of table 4 to select the row for which the last four 
response symbols correspond to those found 
when testing in accordance with 8.6.3. The value 
of k will be that shown in column 2, 3, 4 or 5 for 
which the number of "X"s shown in row b) of the 
table corresponds to the number of "X" re- 
sponses found for the A^l series, in accordance 
with 8.6.1 and 8.6.2, but the sign of k is reversed, 
so that negative values shown in table 4 for k be- 
come positive, and vice versa. 

NOTE 23 An example of the determination of k and the 
calculation of an 01 is given in annex C. 



9.3 Standard deviation of oxygen 
concentration measurements 

For the purposes of 8.6.4, calculate the estimated 
standard deviation a of the oxygen concentration 
measurements from the relationship 

n 1/2 



r ^ -. - 0\f 






where 



1 



represents, in turn, each of the per cent 
oxygen concentrations used during meas- 
urement of the last six responses in the 
Nj series of measurements; 



01 is the oxygen index value, calculated in 
accordance with 9.1; 

n is the number of measurements of the 
oxygen concentration contributing to 
^c,- - 0\f. 

NOTE 24 For this method, n = 6, in accordance with 
8.6-4. For n < 6, the method loses precision. For n > 6, 
alternative statistical criteria would apply. 

9.4 Precision of results 

This method may be expected to be capable of the 
limits given in table 5 for materials that ignite without 
difficulty and burn steadily. 

Table 5 — Estimated precision limits 



Approximate values 
for 95 % confidence 


Within 
laboratories 


Between 
laboratories 


Standard deviation 
Repeatability (r) 
Reproducibility (R) 


0,2 
0.5 


0.5 
1,4 


NOTE — The precision data were determined from an 
international interlaboratory trial in 1978/1980 involving 
16 laboratories and 12 samples. 



NOTE 25 Materials that exhibit erratic combustion be- 
haviour may increase the limits in table 5 by a factor of up 
to 5. On the other hand, it may be found that, for materials 
that exhibit very consistent burning behaviour, d>^3i 
even if d is reduced to 0,1 % (VAO, indicating that greater 
precision is possible. For practical purposes, the accuracy 
and precision requirements specified for apparatus by this 
part of ISO 4589 are inadequate for significant discrimi- 
nation if using rf< 0,1 % (V/V), and results obtained using 
this method have not been found to be significantly differ- 
ent for d ^ 0,2 % (V'/V). More precise determination of the 
minimum oxygen concentration to just support combustion 
would require different apparatus and the use of different 
statistical relationships and factors to determine the value 
from a longer series of measurements. 

10 Procedure C — Comparison with a 
specified minimunn value of the oxygen 
index (short procedure) 

NOTE 26 In case of dispute, or if the actual oxygen index 
of a material is needed, the procedure given in clause 8 is 
applicable. 

10.1 Set up the apparatus and test specimen in ac- 
cordance with 8.1 except that the specified minimum 
concentration of oxygen shall be selected for the 
purposes of 8,1.3. 
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10.2 

8.2. 



Ignite the test specimen in accordance with 



10.3 Using up to three specinnens, assess the 
burning behaviour of each specinnen in accordance 
with 8.3.1, 8.3.2 and 8.3.3. 

If for at least two out of the three specimens thus 
tested the flame is extinguished before the relevant 
criteria from table 3 are exceeded, i.e. an "0" re- 
sponse is recorded, then record that the oxygen index 
of the material is not less than the specified value. 
Otherwise, record that the oxygen index of the ma- 
terial is less than the specified value or determine the 
oxygen index in accordance with clause 8, as appro- 
priate. 

1 1 Test report 

The test report shall include the following information: 

a) a reference to this part of ISO 4589; 

b) a statement that the test results relate only to the 
behaviour of the test specimens under the con- 
ditions of this test and that these results shall not 



be used to infer the fire hazards of the materials 
in other forms or under other fire conditions; 

c) all details necessary for identification of the ma- 
terial tested, including, where relevant, the type 
of material, its density, its previous history and the 
specimen orientation with respect to any an- 
isotropy in the material or sample; 

d) the test specimen form (I to VI) and dimensions; 

e) the ignition procedure used (A or B); 

f). the oxygen index or a reference to procedure C 
together with the relevant specified minimum 
oxygen index and a report as to whether or not 
the material tested had a higher oxygen index; 

g) if applicable, the estimated standard deviation and 
the oxygen concentration Increment used, if other 
than 0,2 % (VAO; 

h) a description of any relevant ancillary character- 
istics or behaviour, such as charring, dripping, se- 
vere shrinkage, erratic burning or after-glow; 

i) any deviations from the requirements of this part 
of ISO 4589. 
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Annex A 

(normative) 

Calibration of equipment 



A.I Leak tests 

Leak tests shall be carried out thoroughly on all joints 
where leaks couid change the oxygen concentration 
levels in the chimney fronn the concentration levels 
set or indicated. 



A.2 Gas flow rates 

The systenn for indicating the gas flow rate through 
the chimney, to satisfy 5.4 and 8.1 .5, shall be checked 
using a calibrated flow meter, or an equivalent device, 
with an accuracy equivalent to ± 0,2 mm/s flow rate 
through the chimney. 

The flow rate shall be estimated by dividing the total 
gas flow rate through the chimney by the cross- 
sectional area of the bore of the chimney, e.g. by us- 
ing the folJowing equation: 



F- 1,27x lO"" 






where 
F 

D 



is the flow rate through the chimney, in 
millimetres per second; 

IS the total gas flow at 23 °C ± 2 "C 
through the chimney, in litres per second; 

is the diameter of the bore of the chimney, 
in millimetres. 



A.3 Oxygen concentration 

The concentration of oxygen in the mixture of gases 
flowing into the chimney shall be checked to an ac- 
curacy of 0,1 % (V/V) of mixture, either by sampling 
the chimney atmosphere for analysis or by using an 
independently calibrated oxygen analyser In situ. If an 
oxygen analyser is incorporated in the equipment, this 
shall be calibrated using the followrng gases, each of 
which shall conform with 5.3 for purity and moisture 
content: 

a) any two gases selected from the following: 

— nitrogen; 

— oxygen; 

— clean air; 



and 



b) a mixture of any two of the preceding gases hav- 
ing an oxygen concentration within the range of 
concentrations to be used for most test speci- 
mens. 

A.4 Calibration of complete equipment 

The performance of the equipment may be checked, 
for a specific test procedure, by testing a calibrated 
material and comparing the measured results with the 
expected result for the calibrated material. For the 
selection, availability and use of calibrated materials, 
see table A.I. 
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Table A.I — Reference-material oxygen index values 

The results obtained for particular samples of certain materials tested using the procedures of this method in an 
interlaboratory trial involving 16 laboratories from seven different countries have been expressed in this table as 
the range within which a single test result should be found, with 95 % confidence, for each particular material/test 
procedure combination. While stocks of surplus materials from the 1978/1980 interlaboratory trial last, samples 
with the oxygen index levels given in this table will be available from the Rubber and Plastics Research Associ- 
ation, Shawbury. Shrewsbury, Shropshire, United Kingdom (sole supplier). 



Material 


Procedure A 
Top surface ignition 


Procedure B 
Propagating ignition 


Melamlne-formaldehyde (MF) 
PMMA, 3 mm thickD 
PMMA, 10 mm thick 
Phenolic foam, 10.5 mm thick 
PVC film, 0,02 mm thick 


41.0 to 43,6 
17,3 to 18,1 
17.9 to 19,0 

39.1 to 40,7 
Not applicable 


39.6 to 42.5 
17,2 to 18,0 

17.5 to 18,5 

39.6 to 40,9 
22.4 to 23,6 


1) These results relate to the particular material used for, and available following, the interlaboratory trial referred to in the 
introductory paragraph above. For monthly calibration, in accordance with table 1, using 3-mm-thick test pieces {form IV) 
of any cast PMMA free from additives, the average of three results for such material should lie, with 95 % confidence, in 
the range 17.3 ± 0.2. 
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Annex B 

(normative) 

Calculation of oxygen concentration 



B.I Oxygen concentrations required for the pur- 
poses of clause 8 shall be calculated using the 
equation 

100 Kq 



Vn-^V^ 



(B.I) 



where 



Cq Is the oxygen concentration, in per cent by 
volume; 

Vq is the volunne of oxygen per volunne of 
nnixture, at 23 "C; 

V^ Is the volunne of nitrogen per volume of 
mixture, at 23 "C. 

If an oxygen analyser Is used, determine the oxygen 
concentration using the readout from the particular 
instrument used. 

If the result is calculated from flow or pressure data 
for individual gas streams contributing to the mixture, 
It Is necessary to allow for the proportion of oxygen 
present in streams other than a pure oxygen supply. 



For example, for mixtures made using air mixed with 
oxygen of 98,5 % (VW) purity or with nitrogen con- 
taining 0,5 % (IW) of oxygen, calculate the oxygen 
concentration, in per cent by volume, using the re- 
lationship 



98.5Vo + 20,9Va + O^SV^ 
Vo + V^A + V^N 



. (B.2) 



where 

y'o 



is the volume of oxygen stream used, per 
volume of mixture; 

is the volume of air stream used, per vol- 
ume of mixture; 

is the volume of nitrogen stream used, per 
volume of mixture; 



assuming that the streams are at the same pressure 
at 23 X. 

For mixtures based on two gas streams, Vq. V^ or V^ 
becomes zero, as appropriate. 
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Annex C 

(informative) 

Typical test results sheet 
Test results sheet for oxygen index determined in accordance with ISO 4589-2 



Material: Phenolic laminate 

Specimen form: /// (4 mm thick) 

Ignition procedure: @ B 

Conditioning procedure: 23 ( 23/50 ) 

Oxygen concentration increment (d): 0,2 % {V7V) 



Oxygen index [concentration, % (V/V)l: 29,5 

[rounded to 0,1 % (V/V)l 
a: 0,152 

Date of test: 1995-05-26 
Laboratory No.: 19 Test No.: 1 



25,0 


35,0 


30,0 


32,0 


31,0 










10 


>180 


140 


>180 


>180 































X 





X 


X 











Section 1: Determination of oxygen concentration for one pair of "X" and "O" responses 
at "^ 1 % (V/V) O2 concentration interval (in accordance with 8.5) 



Oxygen concentration, % (V/V) 
Burning period, s 
Length burnt, mm 
Response ("X" or "O") 



Oxygen concentration of the "0" response for the pair = 30,0 % (V/V) 

{this is the concentration to be used again for the first measurement in section 2) 



Section 2: Determination of oxygen index (in accordance with 8.6) 

Step size to be used for successive changes d in oxygen concentration = 0,2 % (V/V) 
[initially to be 0,2 % [V/V], unless otherwise instructed] 



Oxygen concentration, % (V/V) 
Burning period, s 
Length burnt, mm 
Response ("X" or "O") 



Ny series measurements 


A^L series measurements (8.6.1 and 8.6.2) 


(8.6.3) 


Cf 


30,0 


29,8 


29,6 


29,4 








29,4 


29,6 


29,4 


29.6 


29. S 


>180 


>180 


>180 


150 








150 


>180 


no 


165 


>180 


























X 


X 


X 













X 








X 


Column (2, 3, 4 or 5): 4 


Row{1 to 16): 7 


k value fronn table 4; 1,25 | 












Hence k^~ 1,25 \ 



0\ = c^ + kd^ 29,8 + (- 1,25 x 0,2) 

- 29,5 % (to one decimal place, for reporting 01) 

= 29,55 % (to two decimal places, for calculation of and verification of d as required in section 3) 
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Section 3: Verification of step size d % oxygen concentration 
(in accordance with 8.6.4 and 9.3) 



Last six 
results 


Oxygen concentration, % (V/V) | 


c,1) 


01 


q-OI 


{c,-0!)2 


Cf 1 

2 
3 
4 
5 
n 6 


29.8 


29,55 


0,25 


0,0625 


29.6 


29,55 


0,05 


0,0025 


29A 


29,55 


-0,15 


0,0225 


29,6 


29,55 


0,05 


0,0025 


29,4 


29,55 


-0,15 


0,0225 


29,6 


29,55 


0,05 


0,0025 


Total I (c, - 01)2 


0,115 


1) Column c:, contains the oxygen concentrations used tor the measurements of cf and for 
each of the 5 preceding measurements, for n -6. 



Estimation of standard deviation 

olV2 



n-^ 



-.[^Y-.o. 



152 



la 



^0,101 



d^0,2 

^^0,227 
2 



If — <d < — or if 0,2 = ^ > — , 
3 2 2 

Otherwise 



01 is valid. 



if — > d , repeat section 2 using a larger value for d; 



or 

if — <d , repeat section 2 using a smaller value for d. 

Then again verify the step size, making further changes to the step size if necessary until one of the verification 
relationships is satisfied. 



Section 4: Ancillary information 

a) These test results relate only to the behaviour of the specimens under the conditions of this test. These 
results shall not be used to infer the relative hazards presented by differing materials or shapes under these or 

other fire conditions. 

b) Special material history/characteristics, if applicable: 

c) Variations from standard procedure, if applicable: 
d} Deschption of observed burning behaviour: 

e) Results measured/reported by: 
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Annex D 

(informative) 

Results obtained by interlaboratory trials on type VI specimens 



D.1 General 

Table D.I gives the results of an interlaboratory trial 
conducted in 1993. The precision data were devel- 
oped by nine laboratories on eight nnaterials using 
type VI specimens and two replicates of each. All test 
equipnnent was calibrated with 3-nnnn-thick PMMA in 
accordance with annex A prior to conducting this trial. 
The results were analysed using ISO 5725:1986, Pre- 
cision of test methods — Determination of repeat- 
ability and reproducibility for a standard test method 
by inter-laboratory tests {now withdrawn). 

D.2 Repeatability 

In the nornnal and correct operation of the method, 



the difference between two averages, determined 
from two specimens, using identical test material and 
the same apparatus, by one operator within a short 
time interval will not exceed the repeatability value 
shown in table D.I more than once in 20 cases on 
average. 

D.3 Reproducibility 

In the normal and correct operation of the method, 
the difference between two independent averages 
determined from two specimens by two operators 
working in different laboratories on identical test ma- 
terials will not exceed the reproducibility value shown 
in table D.I more than once in 20 cases on average. 



Table D.I -- Precision data 



Material 


Thickness 

mm 


Average Ol 

% iV/V) 


Repeatability, r 


Reproducibility, R 


PP 


0,030 


18,2 


0.5 


1,3 


PET 


0,025 


22,0 


0,6 


3.7 


PA-6 


0,025 


23,7 


0,4 


2,5 


PE-LD 


0,028 


17.7 


0,5 


1,0 


PVDC-P 


0,013 
(2 layers) 


68,4 


0,5 


12,6 


PVC-P 


0,013 
(2 layers) 


26,9 


0,5 


2,0 


PI 


0,025 


59,3 


0,5 


2,2 


PA-15/PELD 

multifllm 


0.080 


18,2 


0,4 


0,8 
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IS 13360 ( Part 6/Sec 19) : 2001 
ISO 4589-2 : 1996 



D.4 Averages 

The two averages, determined from two specimens, 
are to be considered suspect and not equivalent if 
they differ by more than the repeatability and 
reproducibility shown in table D.I. Any judgement per 
clause D.2 or D.3 would have an approximate 95 % 
(0,95) probability of being correct. 



NOTE 27 Table D.I is only intended to present a mean- 
ingful way of considering the approximate precision of this 
method for a range of materials. These data should not be 
rigorously applied to acceptance or rejection of material, as 
these data are specific to the interlaboratory test and may 
not be representative of other lots, conditions, thicknesses 
or materials. 
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Standard 

ISO 2859-2 : 1 985 Sampling 
procedures for inspection by 
attributes — Part 2: Sampling plans 
indexed by limiting quality (LQ) for 
isolated lot inspection 
ISO 3167 : 1993 Plastics — 
Multipurpose test specimens 



Corresponding 
Indian Standard 

IS 2500 (Part 3) : 1995 Sampling 
inspection procedures: Part 3 
Sampling plans indexed by limiting 
quality (LQ) for isolated lot inspection 



Degree of 
Equivalence 

Identical 



do 



IS 13360 (Part 2/Sec 5) : 1997 

Plastics — Methods of testing: Part 2 

Sampling and preparation of test 

specimens, Section 5 Multipurpose 

test specimens 
In reporting the results of a test or analysis made in accordance with this standard, if the final value, 
observed or calculated, is to be rounded off, it shall be done in accordance with IS 2 : 1960 'Rules for 
rounding off numerical values {revised)'. 
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